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Objectives: This paper proposes a measurement method to quantify the abnormal characteristics of the broken parts of ribs 
using local texture and shape features in chest radiographs. Methods: Our measurement method comprises two steps: a mea- 
surement area assignment and sampling step using a spline curve and sampling lines orthogonal to the spline curve, and a 
fracture-ness measurement step with three measures, asymmetry and gray-level co-occurrence matrix based measures {contrast 
and homogeneity). They were designed to quantify the regional shape and texture features of ribs along the centerline. The 
discriminating ability of our method was evaluated through region of interest (ROI) analysis and rib fracture classification 
test using support vector machine. Results: The statistically significant difference was found between the measured values 
from fracture and normal ROIs; asymmetry (p < 0.0001), contrast (p < 0.001), and homogeneity (p = 0.022). The rib fracture 
classifier, trained with the measured values in ROI analysis, detected every rib fracture from chest radiographs used for ROI 
analysis, but it also classified some unbroken parts of ribs as abnormal parts (8 to 17 line sets; length of each line set, 2.998 ± 
2.652 mm; length of centerlines, 131.067 ± 29.460 mm). Conclusions: Our measurement method, which includes a flexible 
measurement technique for the curved shape of ribs and the proposed shape and texture measures, could discriminate the 
suspicious regions of ribs for possible rib fractures in chest radiographs. 
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I. Introduction 

The detection of rib fractures is of utmost important to de- 
tect associated injury, to prevent complication, to obviate 
medico legal issues, to detect pathologic fractures, and to 
help manage patients' pain. Currently, various imaging tech- 
niques are employed, such as plain radiography, computed 
tomography, bone scanning, and ultrasonography, to diag- 
nose possible rib fractures. However, plain radiography is the 
most commonly used imaging tool to detect rib fractures, 
because of its economic and clinical benefits [ 1 ] . The accu- 
racy for detecting rib fractures of chest radiographs depends 
on the observer's training level, the quality of displayed im- 
ages, and the clinical scenario for which chest radiographs 
are obtained. A previous investigation reported that plain 
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radiography alone can miss up to 50% of rib fractures [2]. 

Currently, most display systems for digital radiographs im- 
port image processing methods [3-5] to reduce image noise 
and enhance the contrast of structures in images. These 
enhancement techniques have substantially improved the 
image quality of chest radiographs in depicting anatomi- 
cal structures, but the techniques do little to improve im- 
age quality of the thoracic skeletal system for rib fracture 
diagnosis. As a result, clinicians can spend more interpreta- 
tion time to detect rib fractures from the '24 ribs' which are 
long and overlap each other. To enhance the accuracy of rib 
fracture diagnosis and to reduce the miss-rate and the in- 
terpretation time, a computer-aided method which suggests 
suspected regions of rib fractures to radiologists is expected 
to play an important role. 

In earlier studies on computer-aided bone fracture detec- 
tion, an automatic fracture detection method was proposed 
for long bone radiographs [6]. The detection method in- 
volves long bone edge approximation using the modified 
Hough transform and a suspected region computation using 
image gradient and the extracted line information. Fracture 
detection techniques using support vector machine (SVM) 
based on texture features, such as Gabor orientation or in- 
tensity gradient, were also proposed for femur radiographs 
[7,8]. Recently, a vertebra crack detection method on plain 
radiographs using region-splitting by means of a fuzzy index 
measure was proposed [9]. However, these methods are dif- 
ficult to apply in rib fracture detection, because ribs have 
different characteristics from other bone structures in chest 
radiographs. First, ribs have various curved shapes which 
are changed by the patient's posture, photographing regions, 
and photographing directions. Moreover, rib fractures are 
observed from various regions of the ribs on the chest ra- 
diograph. To the best of our knowledge, quantitative image 
analysis [10] of the shape and texture characteristics of bro- 
ken ribs has not been explored. In this paper, we propose a 
quantitative and flexible measurement method extracting 
the shape and texture features of ribs from chest radiographs 
devised to detect rib fractures. We also present the statistical 
analysis results of our measurement method at the sites of 
rib fractures and at those of non-fractures with the radio- 
graphs of rib fracture patients. 

II. Methods 

1. Materials 

For this retrospective study, the radiology information sys- 
tem (RIS) was used to search for patients with reported rib 
fractures in digital posterior-anterior (PA) chest radiograph 
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images taken from July 1, 2009 to December 31, 2010 in 
Gangnam Severance Hospital. This study considered 18 
chest radiographs of 18 rib fracture patients in various clini- 
cal scenarios, such as visits to the emergency department 
due to blunt trauma, care in the intensive care unit, and so 
on. The patient ranged in age from 30 to 81 years (mean 
age, 53.4 ± 14.7 years), and they included 13 males and 5 
females. The chest radiographs for the experiments consist 
of three PA view images, six right oblique view images, and 
nine left oblique view images, in which the rib fractures were 
observed clearly. Every chest image that showed at least one 
broken rib was collected and provided by a radiologist, and 
the broken parts of ribs were identified by the radiologist 
prior to image processing and analysis procedures. 

To reduce the image noise and emphasize the shape of ribs 
on the chest radiographs, we applied an unsharp masking 
method to enhance the contrast nonlinearly with several 
low frequency band-pass images of various scales. The low- 
frequency band-pass images are generated by convolution 
with Gaussian kernels, and the high frequency band-pass 
images are obtained by subtracting the blurred images from 
the former images. 

2. Adaptive Measurement Area and Sampling using 
Spline 

Assigning an appropriate measurement area for rib fracture 
detection is an important step to minimize the measure- 
ment target from a whole image to a rib and to obtain the 
comparable values used to discriminate the abnormalities of 
each rib. As ribs have curved shapes of various sizes in chest 
radiographs, we implement an area assignment technique 
outlining the curved boundaries of each rib smoothly with a 
cardinal spline and a thickness input. The spline represents 
the centerline of a rib, and the thickness value determines 
the volume of the measurement area along the centerline 
(Figure 1A). 

The measurement area is sampled with many lines orthogo- 
nal to the centerline specified by the spline. The pixel values 
of each sampling line are normalized by subtracting the 
weighted average pixel value of each line from the pixel val- 
ues of the lines and rescaling the pixel values linearly into the 
range of [0, 255]. The normalization of pixel values helps to 
produce the comparable feature values without considering 
the large variations of pixel intensities between the sampling 
lines and the images. 

3, Quantitative Measurement of Fracture-ness on a Rib 

In chest radiographs, rib fractures appear as step-like con- 
tour deformities, radiolucent lines or overriding bone frag- 
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Figure 1. (A) Measurement area assignment using a spline and a 
thickness value. (B) Fracture-ness measurement pro- 
cess on a single rib. 



ments [11]. To distinguish these abnormalities from the 
normal shape of ribs, we assume that an unfractured rib has 
bilateral symmetry to the centerline first. When a rib is bro- 
ken, the pipe-like shape of the rib may not be maintained, 
and this change can be recognized by the discontinuity of 
the hard outer layer of the rib and more complicated texture 
on the rib. Under this assumption, fracture-ness, which indi- 
cates the magnitude of the regional changes of ribs, is quan- 
tified with measures representing the local shape and texture 
features of ribs. 

Fracture-ness measurement is performed at each sampling 
line along the centerline of a rib. Figure IB shows a diagram 
of fracture-ness measurement. Around a sampling line, the 
neighbor sampling lines in the range of a specific physical 
length, called a unit length, are averaged for the fracture-ness 
measurement. Through this approach, the average sampling 
line represents not only the local shape information of the 
ribs, but the continuous features, such as the hard outer layer 
of the ribs, are also emphasized as well. In addition, it is also 
expected to find a relationship between the physical size of 
broken regions of ribs and the unit length. With the averaged 
lines in the measurement area, three quantitative measures 
(asymmetry, contrast, and homogeneity) are computed to 
discriminate the abnormalities caused by rib fractures. 

1) Asymmetry 

Asymmetry measures the bilateral similarity of a line on its 
center point [12]. Asymmetry is defined as Eq. (1). "Length" 
in Eq. (1) means the length of the sampling lines, and 'g(i)" 
means the pixel value of the line at index i. Here, "max(x,y)" 
denotes the larger value between x and y. This measure gen- 
erates larger values as the pixel intensities of both sides of the 
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line are more different. If a line is completely symmetric on 
the center point, the asymmetry of the line is 0. 

length 

I 1= o lg(Q-g(length-i)| 

length (1) 

X i=0 2 max(g(i), gQength - i)) 

2) Gray-level co-occurrence matrix: contrast and homogeneity 
A gray-level co-occurrence matrix (GLCM) is a two-dimen- 
sional matrix whose size is the same as the number of gray 
levels in an image. Each element of the GLCM indicates 
how often a pair of pixels with a specific spatial relation- 
ship occurs in the image [13]. To build a GLCM, we count 
the occurrence of pixel pairs at a symmetric position with 
respect to the center point of each sampling line. If the pixel 
distributions on either side of the center point are similar, 
the GLCM is close to the diagonal matrix. The GLCM is nor- 
malized by dividing each element of the matrix by the sum 
of element values. In this study, we used two features based 
on GLCM, contrast and homogeneity, to quantify the local 
texture feature of ribs. We assume that the texture property 
of each sampling line is consistent along the centerline, if 
ribs are not broken. When a rib is not broken, the values of 
each feature do not change much along the centerline, and 
the values of contrast in unbroken regions of ribs are smaller 
than the values in broken regions. Homogeneity shows the 
opposite tendency of contrast. Eqs. (2) and (3) are the equa- 
tions of contrast and homogeneity, respectively. Here, P„ is 
the value at the (i, j) position of the normalized GLCM, and 
N is the number of gray levels. 

N-1 

Contrast = P y x (i - j) 2 ( 2 ) 

N-1 p 

Homogeneity = ^ - - IJ _ (3) 
U=o 

4. ROI Analysis: Fracture and Normal ROIs 

To evaluate this measurement method, we applied an region 
of interest (ROI) analysis which classifies sub-regions of 
ribs into two groups, a fracture group and a normal group. 
The fracture group includes the rib segments containing 
the broken parts of ribs identified by a radiologist. Figure 2 
shows examples of various morphologies of fractured and 
normal ribs. A total of 18 fracture ROIs and 30 normal ROIs 
were drawn and analyzed. The centerlines and the thickness 
values of ribs in each ROI were determined in the original 
images. The lengths of centerlines and the thickness values 
on the ROIs are described in Table 1. The thickness values of 
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Figure 2. Various morphologic features of (A) fractured and (B) non-fractured (normal) ribs on which region of interests were drawn. 
The window-level of each image is adapted for print. 



fracture ROIs are larger than normal ROIs to cover the ab- 
normal shapes of broken ribs completely. 

The measurement was performed with various unit lengths 
to look into the effect of unit length. For this purpose, the 
assigned rib areas of each ROI were sampled into 150 to 200 
sampling lines to set the space between sampling lines below 
0.05 mm. The measured values of asymmetry, contrast, and 
homogeneity for every sampling line were averaged to be 
used as the descriptive values of each ROI. The independent 
2 -tailed Student Mest was employed to find the statistically 



significant difference between the descriptive values of each 
ROI group, p-values less than 0.05 were considered statisti- 
cally significant in this research. 

5. Rib Fracture Classification using SVM 

To verify the discriminating ability of our measurement 
method for abnormalities in the entire rib, rib fracture clas- 
sifiers were constructed using SVM. SVM is a supervised 
learning method that generates a linear decision surface 
from the feature space where the input vectors are nonlinear- 
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Table 1 . Descriptive values of the measurement area assignment for each ROI group 
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Fracture ROI 


Normal ROI 


Total 


Length of centerline (mm) 


11.699 ±4.556 


18.292 ±4.140 


15.820 ± 7.055 


Thickness (mm) 


10.479 ± 2.638 


9.086 ± 1.671 


9.608 ±2.199 



Values are presented as mean ± standard deviation. 
ROI: region of interest. 



Table 2. Model parameters of support vector machine used to 
construct the rib fracture classifiers 



Parameter 


Value 


SVtype 


C-bsvc 


Cost C 


10 


Kernel 


Radial basis kernel 


Sigma 


0.1 


Tolerence 


0.001 



C-bsvc: C-binary support vector classification. 



ly mapped [14]. The role of the rib fracture classifiers was to 
classify the sampling lines of ribs into the fracture group and 
the normal group. The rib fracture classifiers were imple- 
mented with the KSVM package [15] in R software (R 2.11.1, 
R Development Core Team). The rib fracture classifiers were 
trained with the measured values of fracture ROIs (18 cases) 
and normal ROIs (30 cases) used for ROI analysis (refer to 
fracture and normal ROI description in the previous sec- 
tion). The model parameters of SVM used to construct the 
rib fracture classifiers are listed in Table 2. 

The classification results are represented as a "true positive 
(TP) line set" and a "false positive (FP) line set". A TP line is a 
sampling line that is classified into the fracture group from the 
broken parts of ribs. A FP line is a sampling line that is clas- 
sified into the fracture group from the unbroken parts. The 
set of TP lines and FP lines provide the regional information 
of the classification results. The "FP line set" comprises non- 
broken rib segments including continuous FP lines. The "TP 
line set" comprises the broken rib segments including con- 
tinuous TP lines. When abnormal sampling lines are detected 
continuously in specific regions, the presence of a rib fracture 
is generally expected more in those regions. 

III. Results 



generated a smaller range of values for fracture ROIs than 
of normal ROIs. The unit length range was from 0.1 to 1.0 
mm, when the ratio of unit length was below 0.1. When the 
ratio was larger than 0.1, the variance of measured values 
in fracture ROIs increased. Based on this observation, we 
performed the measurement with a constant unit length of 
0.5 mm to figure out the significant difference between the 
measured values in fracture ROIs and normal ROIs. We 
determined the constant unit length as the middle point 
of the range of unit length, which showed the distinguish- 
able results between fracture ROIs and normal ROIs in the 
previous measurement. Figure 4 shows box-plots of the 
measured values with the unit length of 0.5 mm for each 
ROI group. Table 3 shows the descriptive values of three 
measures and the results of the independent 2-tailed Stu- 
dent t-test. A statistically significant difference was found 
between the results of fracture ROIs and normal ROIs with 
respect to asymmetry (p < 0.0001), contrast (p < 0.001), and 
homogeneity (p = 0.022). 

We applied our rib fracture classifier based on SVM to chest 
radiographs used for ROI analysis. The classification process 
was performed with the values of three measures which were 
computed along the ribs in chest radiographs. We defined 
the measurement areas of the ribs from the angle to their 
anterior extremity. The average centerline length for the rib 
areas was 131.067 ± 29.460 mm, and the average thickness 
was 9.778 ± 7.546 mm. The average space between sam- 
pling lines was 0.263 ± 0.588 mm. The unit length used for 
the measurement was 1.0 mm. The classification results are 
described in Table 4. With our rib fracture classifiers, every 
rib fracture was successfully detected as TP line sets in each 
image. However, some normal sampling lines were classified 
into the fracture group and 8 to 17 wrong segments (FP line 
sets) of 2.998 ± 2.652 mm (max, 15.21 mm; min, 0.95 mm) 
were detected per chest image on average. 



Figure 3 shows the values measured with various unit 
lengths for fracture and normal ROIs. When the ratio of the 
unit length to the length of the centerline is below 0.1 (dot- 
ted vertical line in Figure 3), three measures of our mea- 
surement method, asymmetry, contrast, and homogeneity, 



IV. Discussion 

In chest radiographs, rib fractures are detected by abnor- 
malities on the ribs, such as the discontinuity of cortical 
bone overriding bone fragments, and linear radiolucent 
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Figure 3. Measured values with various unit lengths for normal and fracture region of interests (ROIs). (A, B) Asymmetry, (C, D) Con- 
trast, and (E, F) 10.0 x Homogeneity. "Centerline" means the length of the centerline for each ROI. The dotted vertical lines 
indicate 0.1 of the ratio, "Unit length/Centerline". 



lines within the fractured ribs. To discriminate the broken 
parts of ribs from chest radiographs, we proposed a method 
to measure these abnormalities. The measurement method 
comprises two steps: 1) a single rib area assignment and 
sampling step and 2) a fracture-ness measurement step. The 



single rib area assignment using a spline is suitable for re- 
ducing the measurement area from the whole chest image 
to a rib. This step is necessary to produce comparable values 
representing the shape of a rib locally. In this approach, the 
shape and texture of a rib are quantified in terms of asym- 
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Figure 4. Box plots of measured values with a constant unit 
length (0.5 mm) for fracture region of interests (ROIs) 
and normal ROIs. (A) Asymmetry, (B) Contrast, and (C) 
1 0.0 x Homogeneity. 



Table 3. Descriptive values for fracture and normal ROIs 





Fracture ROI 


Normal ROI 


p-value 


Asymmetry 


0.347 ± 0.049 


0.272 ± 0.059 


<0.0001 


Contrast 


29.332 ± 4.348 


22.999 ± 5.915 


<0.001 


10.0 x Homogeneity 


0.252 ± 0.050 


0.307 ±0.091 


0.022 



Values are presented as mean ± standard deviation. 
ROI: region of interest. 

p-values of independent 2-tailed Student t-test between fracture ROI and normal ROI. 



Table 4. Results of rib fracture classification using support vector machine 





Asymmetry 3 


Contrast 3 


Homogeneity 3 


TP line sets per chest image b 


2.7 (min 1) 


2.6 (min 1) 


2.7 (min 1) 


FP line sets per chest image 


14.8 (min 11) 


14.5 (min 10) 


12.3 (min 8) 


Avg. length of FP line (mm) 


3.372 ± 2.973 


3.450 ± 3.547 


1.814 ± 1.190 


Avg. length of centerline (mm) 




131.067 ±29.460 





Values are presented as number or mean ± standard deviation. 
TP: true positive, FP: false positive. 

a Rib fracture classifiers trained with each measure. b If no region of rib fracture is detected, the value of TP line sets is zero. 



metry, contrast, and homogeneity. Our measurement method local shape features, which are calculated along the center- 
is applicable to chest radiographs of various views (e.g., PA line of each rib and normalized against the differences in the 
or oblique view), because it measures fracture-ness using the pixel values. 
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Figure 5. Examples of rib fracture detection results. The training 
data of the rib fracture classifier were the asymmetry 
values of our measurement method. The dots indicate 
the end points of the sampling lines which are classi- 
fied into fracture group by the rib fracture classifier. The 
black circles indicate the actual broken part of ribs. The 
lines with square dots are the centerlines of the ribs. 

We evaluated our measurement method for possible rib 
fractures by ROI analysis. When the ratio of the unit length 
to the length of the centerline is below 0.1, each measure 
generates more meaningful values to discriminate each ROI 
group. This result indicates that a constant unit length can be 
used to measure the fracture-ness of ribs. The ROI analysis 
results showed that the changes of rib shape caused by rib 
fractures can be discriminated from the normal shape of the 
ribs using the proposed method. The asymmetry, contrast, 
and homogeneity measures showed good ability to discrimi- 
nate between fracture and normal groups. These results sug- 
gest that the shape and texture features of ribs to the center- 
line are normalized and quantified properly by the proposed 
measures to adequately compare the shape and texture of 
ribs between different chest radiographs. 

In addition to ROI analysis, we also performed rib fracture 
detection using a combination of our measurement method 
and SVM. All broken parts of ribs were detected as 1 to 3 
segments by the rib fracture classifiers (zero false negative). 
We deem these results as sufficient to suggest the location of 
suspected rib fracture regions to clinicians without missing 
the actual broken parts of the ribs. However, the classifiers 
also produced many FP line sets as the small segments (2.998 
± 2.652 mm) on ribs. Figure 5 shows examples of rib fracture 
classification. Although the results were also influenced by 
the training data, the model parameters, and the sampling 
rate of rib areas, they also imply that some parts of unbroken 
ribs have similar features to the broken parts. The FP line 
sets were observed in regions with following conditions: 1) 
uncertain rib boundaries and severe noise, 2) overlap with 



other organs, such as the liver and heart, and 3) overlap with 
other ribs or itself. Therefore, the sensitivity of our rib frac- 
ture classifier can be improved by characterizing the overlap 
regions between the ribs and other organs. 

This approach can be extended to an automatic or semi- 
automatic method by adopting rib boundary extraction 
techniques. The centerlines and thickness values of each rib 
can be easily determined by sampling the extracted bound- 
aries and defining the control points between the closest 
points of the boundaries on each side. However, because 
these methods usually assume that the boundaries of ribs 
are fully connected or the ribs are not broken, some of these 
methods need to be modified to extract the ribs of abnormal 
shape due to rib fractures. 

The development of computer-based automatic detection 
of rib fractures in chest radiographs is difficult at present 
because chest radiographs have their own defects, such as 
image noise in showing bony detail. In addition, the miss 
rate of rib fracture detection by radiologists can be over 30% 
if there are multiple abnormalities in chest radiographs [6]. 
Accordingly, to improve the accuracy of rib fracture diag- 
nosis, it is recommended that the suspicious regions, where 
rib fractures can be found with the higher possibility, are 
suggested to clinicians. Furthermore, the analysis of regions 
where rib fractures are easily missed should be performed in 
clinicians' view to archive this requirement and extend this 
work in future studies. To achieve satisfying results in the 
detection of smaller fractures and various types of fractures 
as well, larger patient populations with a reliable annotation 
of lesions of this kind are required for the evaluation of de- 
tectors. 

In this paper, we demonstrated that adequate comparable 
values to discriminate the broken parts of ribs in chest ra- 
diographs can be obtained by the proposed method. With 
this method, it may be possible to build a computer-aided 
method which can identify suspected regions of rib fractures 
to assist clinicians. 
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